Partial nephrectomy performed with linear stapling device. An experimental study.
The use of linear stapling devices for partial resection of parenchymatous organs is not widely known. We have successfully employed this method for partial nephrectomy. A study in dogs is reported, and the advantages, indications and various technical aspects are discussed.